Detection of HIV-antibody evaluation of four commercially available enzyme immunoassays.
We evaluated 550 serum samples with four commercially available enzyme immunoassays and Western Blot was used as the confirmatory test for antibodies against human immunodeficiency virus (HIV). The Wellcozyme (Wellcome), Flow HIV-TEK G, and Behring test kits identified all 50 Western Blot positive samples correctly, whereas DuPont failed to detect one sample. None of the kit was able to pickup one sample that showed a faint P24 band on Western Blot strip. The frequency of false positive reaction in the 500 negative serum samples were Wellcome 0%, Behring and DuPont 0.2% and Flow HIV-TEK 0.4%.